Interferences -Soil matrix effects have been shown to have both positive and negative impacts on the results obtained by IA. Background immunoreactivity in the petroleum fuel hydrocarbon test caused the concentration in soils to be slightly over estimated.
With the PAH test kits, extraction was less efficient from clay soils that from other types, resulting in an under estimation of PAHs in clay soils.
Time and cost effectiveness -Analysis by IA is relatively fast. It is very likely that a set of samples could be analyzed by 1A in the time required to transport a similar set to a laboratory for analysis, and long before the results would come back fiom the laboratory. The advantages of on-site analysis 'for volatile and otherwise unstable analytes are obvious. The cost of analysis per sample is often significantly less for IA than for standard laboratory methods. Additional cost savings can be realized from the more rapid sample turn around afforded by IA analysis.
More detailed information about the performance of the IA-based test kits for mercury, Please complete the enclosed conference speaker questionnaire and return it to Courtney bv November 22. Very important: To insure the success of our conference, we need your suggestions for people to receive our conference brochure, either to add to our mailing list or to provide you with additional brochures for any list that you may have. Please let us know on the questionnaire whether I should contact you or somebody else in your organization for names and addresses. Also, Courtney must have in advance a copy of your presentation to include in attendees' conference packets.
PCBs
Thanks again for your participation. I hope you agree, we have a wonderful agenda and lineup of presenters. If you want to talk to me personally, please don't hesitate to call on 202-662-8563. I have voice mail.
Looking forward to working with you on the day, I remain,
